041188R15 Revised Table 1A Trillium, Inc.
Analytical Results with Qualifications
Asbestos in Air Samples
# of Analytical Val Adj
structures Concentratio sensitivity (AS Result Val Adj Val

C-sample-num Type counted ns Units ) Lower Upper Conc. Val Qual | AS Val Units | Comm

Primary Ashestos structures/ structures/
CC2-L6-11CC-100504 Structures 102 0.177 | cc 0.00174 0.1416 0.2123 cc

Total Asbestos structures/ structures/
CC2-L6-11CC-100504 Structures 104 0.181|cc 0.00174 0.1416 0.2123 cc

Primary Asbestos structures/ structures/
CC2-L6-1CC-100504 Structures 103 0.14 | cc 0.00135 0.1099 0.1647 cc

Total Asbestos structures/ structures/
CC2-L6-1CC-100504 Structures 103 0.14 | cc 0.00135 0.1099 0.1647 cc

Primary Asbestos structures/ structures/
CC2-L6-2CC-100504 Structures 100 0.14 |cc 0.00140 0.1140 0.1708 cc

Total Asbestos structures/ structures/
CC2-L6-2CC-100504 Structures 100 0.14 | cc 0.00140 0.1140 0.1708 cc

Primary Asbestos structures/ structures/
CC2-L6-3CC-100504 Structures 101 0.173|cc 0.00172 0.1400 0.2098 cc

Total Asbestos structures/ structures/
CC2-L6-3CC-100504 Structures 101 0.173 | cc 0.00172 0.1400 0.2098 cc

Primary Ashestos structures/ structures/
CC5-H6-1CP-100604 Structures 101 0.146 | cc 0.00144 0.1172 0.1757 cc

Total Asbestos structures/ structures/
CC5-H6-1CP-100604 Structures 101 0.146 | cc 0.00144 0.1172 0.1757 cc

Primary Ashestos structures/ structures/
CC5-H6-2CP-100604 Structures 61 0.12 | cc 0.00196 0.0917 0.1540 cc A

Total Asbestos structures/ structures/
CC5-H6-2CP-100604 Structures 61 0.12 |cc 0.00196 0.0917 0.1540 cc A

Primary Asbestos structures/ structures/
CC5-L6-2CB-100604 Structures 56 0.055 | cc 0.000983 0.0416 0.0715 cc

Total Asbestos structures/ structures/
CC5-L6-2CB-100604 Structures 57 0.056 | cc 0.000983 0.0425 0.0726 cc

Primary Asbestos structures/ structures/
NFB-H2-3FD-100504 Structures 9 0.009 | cc 0.00100 0.0041 0.0171 cc

Total Asbestos structures/ structures/
NFB-H2-3FD-100504 Structures 9 0.009 | cc 0.00100 0.0041 0.0171 cc

Primary Asbestos structures/ structures/
SFBA-L2-1CH-100504 Structures 65 0.065 | cc 0.00100 0.0502 0.0828 cc

Total Asbestos structures/ structures/
SFBA-L2-1CH-100504 Structures 65 0.065 | cc 0.00100 0.0502 0.0828 cc
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041188R15 Revised Table 1A Trillium, Inc.
Analytical Results with Qualifications
Asbestos in Air Samples
# of Analytical Val Adj
structures Concentratio sensitivity (AS Result Val Adj Val
C-sample-num Type counted ns Units ) Lower Upper Conc. Val Qual | AS Val Units | Comm
Primary Ashestos structures/ structures/
SFBA-L2-2CH-100504 Structures 100 0.184 | cc 0.00184 0.1498 0.2245 cc
Total Asbestos structures/ structures/
SFBA-L2-2CH-100504 Structures 100 0.184 | cc 0.00184 0.1498 0.2245 cc
Primary Asbestos structures/ structures/
SFBB-H2-1FD-100604 Structures 101 0.1|cc 0.00099 0.0806 0.1208 cc
Total Asbestos structures/ structures/
SFBB-H2-1FD-100604 Structures 102 0.101|cc 0.00099 0.0806 0.1208 cc
Primary Asbestos structures/ structures/
SFBB-H2-2FD-100604 Structures 101 0.136 | cc 0.00135 0.1099 0.1647 cc
Total Asbestos structures/ structures/
SFBB-H2-2FD-100604 Structures 101 0.136 | cc 0.00135 0.1099 0.1647 cc
Primary Asbestos structures/ structures/
SFBB-L2-2CH-100604 Structures 83 0.083 | cc 0.00100 0.0661 0.1030 cc
structures/ structures/
SFBB-L2-2CH-100604 Total Asbestos Str 83 0.083 | cc 0.00100 0.0661 0.1030 cc
Primary Ashestos structures/ structures/
SFBC-H2-2FD-100604 Structures 85 0.085 | cc 0.00100 0.0679 0.1050 cc
Total Asbestos structures/ structures/
SFBC-H2-2FD-100604 Structures 85 0.085 | cc 0.00100 0.0679 0.1050 cc
Primary Ashestos structures/ structures/
NFB-L2-15CH-100504 Structures 103 0.194 | cc 0.00188 0.1530 0.2294 cc
Total Asbestos structures/ structures/
NFB-L2-15CH-100504 Structures 103 0.194 | cc 0.00188 0.1530 0.2294 cc
Primary Asbestos structures/ structures/
NFB-L2-1CH-100504 Structures 102 0.135|cc 0.00133 0.1083 0.1623 cc
Total Asbestos structures/ structures/
NFB-L2-1CH-100504 Structures 100 0.133|cc 0.00133 0.1083 0.1623 cc
Primary Asbestos structures/ structures/
NFB-L2-4CH-100504 Structures 102 0.2 |cc 0.00196 0.1595 0.2391 cc
Total Asbestos structures/ structures/
NFB-L2-4CH-100504 Structures 102 0.2|cc 0.00196 0.1595 0.2391 cc
Primary Asbestos structures/ structures/
NFB-L2-5CH-100504 Structures 101 0.104 | cc 0.00103 0.0838 0.1257 cc
Total Asbestos structures/ structures/
NFB-L2-5CH-100504 Structures 102 0.105 | cc 0.00103 0.0838 0.1257 cc
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Primary Ashestos structures/ structures/
SFBC-L2-1CH-100604 Structures 105 0.226 | cc 0.00215 0.1750 0.2623 cc

Total Asbestos structures/ structures/
SFBC-L2-1CH-100604 Structures 105 0.226 | cc 0.00215 0.1750 0.2623 cc

Primary Asbestos structures/ structures/
SFBC-L2-3CH-100604 Structures 100 0.127 | cc 0.00127 0.1034 0.1549 cc

Total Asbestos structures/ structures/
SFBC-L2-3CH-100604 Structures 100 0.127 | cc 0.00127 0.1034 0.1549 cc

Primary Asbestos structures/ structures/
SFBC-L2-4CH-100604 Structures 102 0.22 |cc 0.00216 0.1758 0.2635 cc

Total Asbestos structures/ structures/
SFBC-L2-4CH-100604 Structures 102 0.22 | cc 0.00216 0.1758 0.2635 cc

Primary Asbestos structures/ structures/
SFBC-L2-5CH-100604 Structures 100 0.132|cc 0.00132 0.1074 0.1610 cc

Total Asbestos structures/ structures/
SFBC-L2-5CH-100604 Structures 101 0.133|cc 0.00132 0.1074 0.1610 cc

Primary Ashestos structures/ structures/
SFBA-H2-2PG-100504 Structures 78 0.0235 | cc 0.00030 0.0186 0.0293 cc

Total Asbestos structures/ structures/
SFBA-H2-2PG-100504 Structures 82 0.0247 | cc 0.00030 0.0196 0.0307 cc

Primary Ashestos structures/ structures/
SFBB-H2-2PG-100604 Structures 100 0.0751 | cc 0.00075 0.0611 0.0916 cc

Total Asbestos structures/ structures/
SFBB-H2-2PG-100604 Structures 100 0.0751 | cc 0.00075 0.0611 0.0916 cc

Primary Asbestos structures/ structures/
SFBB-H2-4PG-100604 Structures 101 0.158 | cc 0.00156 0.1270 0.1903 cc

Total Asbestos structures/ structures/
SFBB-H2-4PG-100604 Structures 101 0.158 | cc 0.00156 0.1270 0.1903 cc

Primary Asbestos structures/ structures/
SFBB-H2-5PG-100604 Structures 102 0.161|cc 0.00158 0.1286 0.1928 cc

Total Asbestos structures/ structures/
SFBB-H2-5PG-100604 Structures 101 0.16 | cc 0.00158 0.1286 0.1928 cc

Primary Asbestos structures/ structures/
SFBC-H2-4PG-100604 Structures 55 0.0555 | cc 0.00101 0.0418 0.0723 cc

Total Asbestos structures/ structures/
SFBC-H2-4PG-100604 Structures 64 0.0646 | cc 0.00101 0.0498 0.0825 cc
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